
Clean Trust™ DiluSwab  

The DiluSwab is an innovative swab that integrates 
swab sampling, dilutions and pipetting functions, 
specifically designed for microbial sample 
collection. It is particularly suitable for 
environmental monitoring and microbial sampling 
in industries such as food and beverage. 

Benefits 

• Precision - Built-in graduations on the pipette allow for 
accurate and convenient liquid handling. 

• Efficiency - Preloaded with diluent to simplify workflow and 
enhance sampling efficiency. 

• Sterility - Irradiation-sterilized, ready to use straight out of 
the package for guaranteed aseptic sampling. 

• Viability - Contains 10 ml of sterile buffer solution to repair 
bacteria and maintain sample activity. 

• Portability - Easy to use, reduces manual steps, and lowers overall testing costs. 

• Versatility - Compatible with petri dishes, test films, and more for rapid quantitative and qualitative 
microbial analysis. 

Storage  

2 ~ 25°C, valid for 12 months. 

MFS3006 DiluSwab - 10ml Letheen Broth (100/cs) https://www.scigiene.com/MFS3006 
MFS3001 DiluSwab - 10ml Buffered Peptone Water Broth (100/cs) https://www.scigiene.com/MFS3001  

MFS3002 DiluSwab - 10ml Phosphate buffer (100/cs) https://www.scigiene.com/MFS3002  

MFS3004 DiluSwab - 10ml D/E Neutralizing Broth (100/cs) https://www.scigiene.com/MFS3004  

MFS3005 DiluSwab - 10ml Neutralizing Buffer (100/cs) https://www.scigiene.com/MFS3005  
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DiluSwab Procedure 

 

2) Mark the sample information at the bottom of the vial.  
3) Open the swab screw top lid and squeeze out excess liquid from the swab. Remove 

the swab.  
4) Swab the sampling areas(s) according to your sampling plan. Swab the surface to 

be tested vertically, then horizontally typically to approximate a 10cm-by-10cm area  
5) Insert the swab back into the vials and screw shut tight. 
6) Shake the swab vigorously or vortex. 

7A) Either take 1 ml and transfer to second vial for a 1:10 dilution 

OR  

7B) Add 1 ml direct to a microbial test plate 
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